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An alternative measure of x-ray absorption spectroscopy (XAS) called inverse partial fluorescence yield
(IPFY) has recently been developed that is both bulk sensitive and free of saturation effects. Here we show
thattheangledependenceofIPFYcanprovideameasuredirectlyproportionaltothetotalx-rayabsorption
coefficient, m(E). In contrast, fluorescence yield (FY) and electron yield (EY) spectra are offset and/or
distorted from m(E) by an unknown and difficult to measure amount. Moreover, our measurement can
determine m(E) in absolute units with no free parameters by scaling to m(E) at the non-resonant emission
energy. Wedemonstrate this technique with measurements on NiO and NdGaO3. Determining m(E) across
edge-steps enables the use of XAS as a non-destructive measure of material composition. In NdGaO3,w e
also demonstrate the utility of IPFY for insulating samples, where neither EY or FY provide reliable spectra
due to sample charging and self-absorption effects, respectively.
X
-ray absorption spectroscopy (XAS) is widely used in biology, the physical sciences and materials engin-
eering as a powerful probe of spatial and electronic structure
1–4. In XAS, the byproducts of the absorption
process, electron yield (EY) and fluorescence yield (FY), are commonly used as measures of the x-ray
absorption
5,6 since transmission experiments often require impractically thin samples. The principle behind EY
andconventionalFYmeasurements(whichmeasurethefluorescencefromresonantemissionprocessesandshall
henceforth be simply referred to as FY) is that the electron and fluorescence yields bear some proportionality to
theabsorptioncoefficient–thenumberofelectronsorphotonsemittedfromdecayingatomsinagiventhickness
of sample is proportional to the number atoms that are excited. However, the measured FY or EY spectra are not
strictly proportional to the total absorption coefficient for several reasons.
First, the thickness of sample probed depends on the relative penetration depth (attenuation length) of the
incidentphotonsandtheescapedepthoftheemittedelectrons,inthecaseofelectronyield,orphotons,inthecase
of fluorescence yield. As the attenuation length varies over an absorption edge, it is possible for the attenuation
length to approach the electron escape depth, leading to saturation effects in EY and distorting the measured
spectra
7. In the case of FY measurements of concentrated species, both the total x-ray absorption coefficient and
the absorption due to the edge of interest vary strongly, leading to distortions of the spectra referred to as
saturationeffectsoras‘‘self-absorptioneffects’’
8,9.SuchFYspectracansometimesbecorrectedforself-absorption
effects using the angle dependence of the FY
8,9. However, this correction procedure can be unreliable since
resonant x-ray emission processes
10 that are not accounted for in the self-absorption correction can have a
significant influence on the energy dependence of the fluorescence yield
11.
Second, the magnitude of the EY and FY both depend on the relative probability, vfl, that an excited atom will
decaybyemittingphotonsasopposedtoelectrons
12.Thisrelativeprobabilitydiffersfromatomtoatomandedge
to edge and is generally not known with great precision.
Third,theemissionisdistributedoverarangeofelectronandphotonenergies. Agivendetectorwillnotdetect
all electron or photon energies with equal efficiency. In the case of EY, magnetic or electrostatic fields will also
influence the efficiency of detection in the system, which may vary between experiments. In addition, the
quantum efficiency of EY (the number of electrons emitted per incident photon) will also vary with photon
energy
3. The consequence of all these factors is that the magnitude of the EY or FY signal will generally have a
value that is not proportional to the total absorption coefficient but is rather offset or distorted by some often
unknown or difficult to calculate factors.
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absorption spectra measured by EY or FY are retained and can still
be interpreted to glean important qualitative information about the
electronic or spatial structure. However, in many instances, such as
correcting for self-absorption effects, calculating resonant scattering
cross-sections or determining x-ray penetration depth, it is import-
ant to know the magnitude of the total absorption coefficient in
absolute units. Moreover, knowing this could open the door to using
XAS as a quantitative tool for compositional analysis of materials. In
principle, the magnitude and energy dependence of the total absorp-
tion coefficient contains information about the composition of a
material in addition to information about the electronic and spatial
structure. As the photon energy is increased through an absorption
edge, the absorption increases in a step-wise fashion when core elec-
trons are photo-excited with enough energy to enter the continuum
of unoccupied states. The magnitude of the edge-step relative to the
pre-edgecanprovideameasureofmaterialcomposition.Thevarious
atomic contributions can be determined using tabulated
13 or calcu-
lated
14 values of the absorption cross-section that are conveniently
andfreelyavailable onlinefromtheCenterforX-rayOptics(CXRO)
or the National Institute of Standards and Technology (NIST).
With these inputs, the magnitude of the XAS, in particular the
edge-step, can be used as a robust quantitative measure of material
composition. By fitting the available tabulated or calculated atomic
absorption data to the pre- and post-edge of a measured absorption
spectrum, one can experimentally derive the stoichiometry of a
material in a non-destructive manner. Since they do not measure
thetotalabsorptioncoefficient,FYandEYarenotwellsuitedforthis
typeofanalysis. Transmission measurements,however, doprovidea
direct and quantitative measure of the absorption cross-section and
such measurements are routinely performed at hard and soft x-ray
beamlines
15. However, transmission spectra can be subject to ‘‘thick-
ness effects’’ and should only be performed with sufficiently thin
samples
16, 17. Preparing samples with appropriate thickness may be
challenging or impossible depending on the nature of the sample,
particularly for soft x-rays where sample thicknesses less than 1
micron are typically required.
The recent development of inverse partial fluorescence yield
allows us to overcome the aforementioned shortcomings of EY and
FY
18. Unlike EY and FY measurements, IPFY is both bulk sensitive
and free of saturation effects. In this paper, we demonstrate that the
theory of IPFY can be extended and exploited to reliably obtain a
measure proportional to the total x-ray absorption coefficient, m(E),
with the proportionality constant being the total absorption coef-
ficient at the non-resonant emission energy, m(Ef). This result is
confirmedbyexcellentagreementwithtabulatedorcalculatedvalues
ofthemeasuredIPFYofNiOandNdGaO3singlecrystals.Theability
to derive quantitative information from XAS with IPFY creates new
opportunities for chemical speciation and compositional analysis of
materials.
In addition, we demonstrate the applicability of IPFY to XAS
measurements of strongly insulating samples. In NdGaO3, neither
EY or FY measurements provide reliable XAS spectra of the Nd M5,4
edges due to strong charging and saturation effects, respectively. In
contrast, IPFY provides excellent agreement with previously mea-
sured XAS on Nd metal.
Results
Inverse partial fluorescence yield. IPFY operates on a different
principle than EY or FY, effectively measuring the attenuation
length into a sample rather than the number of atoms that are
excited and subsequently relax. With IPFY, an energy sensitive
detector is used to monitor non-resonant x-ray emission as the
incident photon energy is scanned through an absorption edge.
This non-resonant (normal) emission may be from a different
element or core electron than that associated with the absorption
edge under investigation. As the attenuation length decreases
through an absorption edge, the same number of atoms are excited
(sinceallphotonsareabsorbedforsampleswhicharethickrelativeto
the x-ray penetration length), but fewer of these excitations will
correspond to non-resonant transitions. Subsequently, the inten-
sity of the non-resonant emission will dip as the absorption
coefficient peaks through an absorption edge.
Theintensityofthenon-resonantemissionwillalsodependonthe
absorption cross-section of the atom and core electron correspond-
ing to the non-resonant transition and on the attenuation length of
the emitted photons. However, these factors are constant or vary
weakly through an absorption edge, in the x-ray absorption near
edge structure (XANES). As a result, a straightforward inversion of
the partial fluorescence yield (PFY) arising from a non-resonant
emission process provides an accurate measure of x-ray absorption
cross-sectionintheXANES
18.AsdiscussedinRef.18,sinceitisnon-
resonant emission processes that contribute to this measure of PFY,
saturation (self-absorption) effects are avoided. Moreover, the large
variation of the fluorescence decay rates observed across edge steps
for resonant fluorescence processes
11, as in conventional FY, do not
factor into the measurement of IPFY, simplifying the analysis and
interpretation of IPFY relative to FY.
TheextractionofIPFYfromtheenergy-resolvedx-rayemissionof
NiO is demonstrated in Fig. 1. The x-ray emission of NiO is mea-
sured as the incident photon energy, Ei, is scanned through the Ni L
edge(Fig.1a).The NiLabsorptionedgecorresponds toexciting aNi
2pelectronintounoccupied3dstatesneartheedge(andacontinuum
of states further above the edge), leaving behind a 2p core hole.
The emission spectra (Fig. 1b) exhibit a peak at emission energy
Ef , 840 eV that corresponds to resonant emission from Ni. This
Figure 1 | Energy sensitive fluorescence yield of NiO. (a) Normalized x-
ray fluorescence of NiO as the incident photon energy is scanned through
the Ni L3 and L2 edges. (b) The emission spectra in the pre- and post-edge
regions at incident photon energies of 845 eV and 880 eV taken in 1-eV
windows.Emissions corresponding totheresonant Ni3dto2p La,b1

and
3s to 2p (Lg,‘) and non-resonant (normal) O 2p to 1s (Ka) processes are
observed. (c) The Ni L and O K partial fluorescence yield extracted from
panel a in 150-eV wide energy windows centered on the respective
emissions. The resonant Ni L PFY shows strong distortions resulting from
saturation effects. The normal O K PFY dips as the absorption increases
throughtheNiL3,2absorptionedges.(d)TheIPFYistheinverseoftheOK
PFY shown in panel c. The NiO IPFY is in good agreement with total
electron yield data from Ref. 20 which has been scaled and offset to match
the IPFY.
www.nature.com/scientificreports
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core-hole left behind by the Ni L edge absorption process. The PFY
from the Ni 2p emission (Fig. 1c, black curve) suffers significantly
from self-absorption effects and bears little resemblance to the
absorption coefficient.
In addition to the Ni L absorption, the x-ray absorption and emis-
sion also have contributions from non-resonant transitions of other
coreelectronsofNi(3s,3p)andfromoxygen(thetotallinearabsorp-
tion coefficient is the sum of these contributions, m(Ei) 5 mNi(Ei) 1
mO(Ei),wheremNi(Ei)5mNi,2p(Ei)1mNi,3s(Ei)1mNi,3p(Ei)1…)
19.As
showninFig.1aand1bthereisabandofemissioncentredat524 eV
corresponding to the non-resonant emission of O 2p valence elec-
trons decaying to fill in the O 1s core hole (O K emission). The PFY
from the O K emission (Fig. 1c, red curve) exhibits dips at the Ni L3,2
absorptionedges.Theinverseofthisspectrum,theIPFY51/PFYOK,
is shown in Fig. 1d along with total electron yield (TEY) measure-
ments of NiO from Ref. 20 that have been scaled and offset to match
the IPFY. Similar to previous work
18 on La1.475Nd0.4Sr0.125CuO4, the
agreement between IPFY and TEY is very good, highlighting the
ability of IPFY to measure the energy dependence of the absorption
coefficient of Ni without the strong self-absorption effects experi-
enced with PFY.
Geometry factor of IPFY in the XANES region. It has been shown
that the IPFY of thick, homogeneous materials is a function of the
total x-ray absorption coefficient m(Ei)
18:
IPFY~
I0 Ei ðÞ
IE i,Ef
 ~A m Ei ðÞ zB ðÞ ð 1Þ
where A 5 4p/g(Ef)VvY(Ef)mY(Ei) and B~m Ef

sina
sinb. Here a and b
are the angles of incidence and emission, respectively, as measured
from the sample surface, g(Ef) is the quantum efficiency of the
detector at the emission energy, V is the detector solid angle,
mY(Ei) is the contribution to the total absorption coefficient from
the excitation of core electron Y (ex. O 1s) and vY(Ef) is the
probability of fluorescence at energy Ef resulting from electrons
decaying to fill in the core hole left by Y.
In Eq. (1), the constant B is independent of Ei and A depends
only weakly on Ei over a narrow energy range (XANES) so it can be
treated approximately as constant
18. This approximation fails over
a large energy range, requiring one to account for the energy
dependence of mY(Ei) and the quantum efficiency of the I0 mea-
surement, which we demonstrate later. However, in a narrow
energy range, it follows that IPFY is proportional to m(Ei)p l u s
an offset proportional to B. The crucial feature of Eq. (1) is that
the size of the offset B is determined by the geometrical factor
sin a/sin b. This allows one to determine m(Ei)/m(Ef) from experi-
ments with different measurement geometries.
In Fig. 2, we demonstrate that the IPFY of NiO obeys the expected
dependence on the sample geometry as detailed in Eq. (1). First, the
Ni L3,2 PFY spectra measured for various geometries (Fig. 2a) depict
the strong angle-dependence of self-absorption effects in FY mea-
surements. Notably, attempts to correct the PFY for self-absorption
effects using the angle dependence
8,9 (not shown) do not yield the
correctspectra.Incontrast,theIPFYspectrameasuredwiththesame
geometries (Fig. 2b) are undistorted and offset from one another,
in agreement with Eq. (1). The inset in Fig. 2b is a plot of the value of
the IPFY spectra at a single value of the incident photon energy
[Ei 5 845 eV (red circles)] as a function of sin a/sin b for the given
experimentalgeometries.Asexpected,thisoffsetfitswelltoastraight
line with an intercept equal to Am(845 eV) and a slope equal to
Am(Ef).SubtractingAm(Ef)sina/sinbforeach ofthespectra,wefind
that they collapse onto a single curve (the slight variations in peak
intensitiesareprimarilyduetomagneticlineardichroisminNiOdue
to anti-ferromagnetic ordering of the Ni spins in the (111) plane
21).
The key point of this analysis is that the resulting spectra, derived
entirely from experiment, are directly proportional to the total
absorption coefficient without any offsets.
The proportionality to m(Ei) is verified by comparing our mea-
surement to tabulated
13 and calculated
14 values of m(Ei). The calcu-
lated and tabulated data capture the transitions from the core
electron to the continuum, accurately reproducing the edge-step,
but do not include the multiplet physics associated with the 2p to
3d transition. We use the calculated value of the absorption coef-
ficient at the O K emission energy (m(Ef 5 524eV) 5 3.14310
6 m
21
for NiO from Ref. 13) to normalize the subtracted offset and
Figure 2 | Angle dependence of PFY and IPFY. (a) The Ni L PFY for
various experimental geometries. The spectra are distorted by strong self-
absorption effects that depend on the angle of incidence (a) and angle of
emission (b). (b) The IPFY extracted from the O K PFY for the same
experimental geometries as panel a. The spectra are offset by a geometry
dependent constant, but are otherwise not distorted. The inset plots the
IPFY at Ei 5 845 eV (red circles) as a function of sin a/ sin b, which varies
linearlyaspredictedbyEq.(1).(c)Thelinearabsorptioncoefficient,m(Ei),
obtainedfromIPFYspectra.Asdescribedinthetext,theoffsetsintheIPFY
spectra are subtracted, collapsing the IPFY spectra onto a single curve
proportional to m(Ei). The spectra shown here have been scaled using a
singletabulated
13valueform(Ef)andplottedagainstthetabulated
13(green)
and calculated
14 (red squares) absorption coefficients.
www.nature.com/scientificreports
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emission is due primarily to 2p valence electrons decaying to fill
the 1s core hole and is peaked at a photon energy below the
absorption threshold. The data shown in Fig. 2c has been scaled
using m(Ef) (a non-arbitrary scaling factor) and is shown along
with the tabulated
13 (green curve) and calculated
14 (red squares) x-
ray absorption coefficient.
Using this single scaling parameter, we find that the measured
spectra are in excellent agreement with the tabulated coefficients in
both the pre- and post-edge regions, capturing both the energy
dependence and the edge-step. This demonstrates that IPFY pro-
vides a measure directly proportional to the total absorption coef-
ficient with the proportionality constant being m(Ef). In contrast,
quantitative analysis of EY or FY spectra requires scaling and offset-
ting data to calculated values of the absorption coefficient above and
belowtheedge,essentiallyfixingtheedge-step
3.Thislatterprocedure
requires prior knowledge of the material composition and is subject
to uncertainties in the tabulated or calculated values which are esti-
mated at 5–20% between 500 and 1000 eV and even higher near
absorption edges
22. Moreover, XAS measurements often still have
significant structure above an absorption edge in the form of
extended x-ray absorption fine structure (EXAFS) that is not
accounted for in the tabulated or calculated values, resulting in addi-
tional errors in normalizing data above an absorption edge. In con-
trast, with IPFY, we obtain the energy dependence of m(Ei) directly
frommeasurementandcanscalethedataatasinglepointwellbelow
the absorption edge. The result of this normalization can be inde-
pendently checked against the absorption above and below the
absorption edge in question and multiple angles can be measured
to ensure self-consistency, resulting in a reliable and accurate nor-
malization of the data.
IPFY beyond the XANES. In the NiO measurements shown above,
thedescribedoffsettingprocedureworkswelloverthenarrowenergy
rangecovered,givingaquantityapproximatelyproportionaltom(Ei).
However, over a larger energy window, the energy dependence
of mY(Ei) can be significant. An example of this effect is shown in
measurements of NdGaO3 over a wide energy range. In Fig. 3a, the
IPFYmeasuredusingtheOKemissionofNdGaO3isshownforthree
measurementgeometriesoveranextendedenergyrangecoveringthe
Nd M edge.
Thespectraarenotrigidlyoffset,insteadappearingtobesubjectto
aslopingbackgroundinadditiontoanoffset.Thisbackgroundisdue
to the energy dependence of mOK(Ei) and also to the energy depend-
ence of our measurement of the incident photon flux, I0.
In our measurement, and many XAS measurements, I0 is mea-
sured using a Au grid with 85% transmission that is placed between
the sample and the last optical component. The total electron yield
from the grid, IGrid, is used to measure the incident photon flux.
This measurement, however, depends not only on I0, but also on
the quantum efficiency of the mesh, n(Ei) (the number of electrons
generated per incident photon), which in general will be energy
dependent. As such, IGrid(Ei) 5 I0(Ei)n(Ei) and Eq. (1) should be
modified to:
IPFY~
IGrid Ei ðÞ
IE i,Ef
 ~
I0 Ei ðÞ n Ei ðÞ
IE i,Ef

<
Dn Ei ðÞ
mY Ei ðÞ
m Ei ðÞ zB ðÞ
ð2Þ
where D 5 AmY(Ei). Fortunately, the energy dependence of both
n(Ei) and mY(Ei) can be unambiguously eliminated from the data by
subtractingIPFYspectra measured withdifferent measurement geo-
metries and normalizing to the geometry (n(Ei) generally also enters
into EY and FY measurements, but is typically not corrected for).
From Eq. (2) it follows that
Sj,k Ei ðÞ ~
Dn Ei ðÞ
mY Ei ðÞ
m Ef

~
IPFY aj,bj

{IPFY ak,bk
sinaj
sinbj
{
sinak
sinbk
ð3Þ
where j and k correspond to different measurement geometries and
S(Ei) is independent of the choice of j and k. We can now write
Figure 3 | Wide energy range IPFY of NdGaO3. (a) IPFY of NdGaO3 for
several measurement geometries. The IPFY is measured using the O K
emission in a150 eV window centred about 524 eV.The measurements at
different geometries exhibit different sloping backgrounds due to the
energy dependence of mOK(Ei) and the quantum efficiency of the I0
measurement, n(Ei). (b) S(Ei) calculated using Eq. (3) with the different
measurementgeometriesdepictedinthelegendofpanela.Theblacklineis
a linear fit to S(Ei). (c) The IPFY/S(Ei) spectra are rigidly offset by B.
(d) The total absorption coefficient, m(Ei), determined using Eq. (5) (the
data are scaled to m(524 eV) from Ref. 14). The spectra measured with
differentgeometriescollapseontoasinglecurveovertheentireenergyrange.
www.nature.com/scientificreports
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SE i ðÞ
~
1
m Ef
m Ei ðÞ zm Ef
 sina
sinb

, ð4Þ
which is simply rearranged to yield the total x-ray absorption coef-
ficient:
m Ei ðÞ ~m Ef
IPFY
SE i ðÞ
{
sina
sinb

: ð5Þ
In Fig. 3, this subtraction is shown, giving S(Ei) that is a smooth
functionofenergy.AsshowninFig.3c,dividingthespectrainFig.3a
by S(Ei), provides spectra that are rigidly offset over a wide range in
energy.Subtractingsina/sinbfromthespectraprovidesm(Ei)/m(Ef),
collapsing the data onto a single curve, which is then scaled using a
calculated value
14 of m(Ef 5 524 eV) as shown in Fig. 3d. When
normalized in this way, the spectra are in excellent quantitative
agreement with the calculated absorption coefficient over a wide
energyrangeaboveandbelowtheNdM5,4absorptionedge,asshown
in Fig. 4.
IPFY in strong insulators. Finally, we would like to emphasize the
role of IPFY to study insulating samples that can be difficult or
impossible to measure correctly using FY or EY. An example of
such a system is NdGaO3. This material is an insulator commonly
usedasasubstrateforoxidefilmgrowth.EYmeasurementsoftheNd
M edge in NdGaO3, shown in Fig. 5a, exemplify issues one can
encounter when measuring the EY of samples. Here the EY has an
unphysical negative edge jump at the absorption edge. The unusual
behaviour is attributed to a build-up in positive charge near the
surface of the sample that effectively reduces the number of
emitted electrons. We were able to reduce the effect by recording
the spectra by scanning the incident photon energy in the negative
direction (1020 eV to 980 eV) or measuring different spots on the
sample, but ultimately these spectra are not reliable.
PFYandTFYinthismaterialarealsounreliable.TheNdedgePFY
measurements,showninFig.5b,areheavilydistortedbyself-absorp-
tion effects, similar to NiO. In contrast, the IPFY (Fig. 5c) provides
the correct XAS spectrum for Nd
31. This is evidenced by excellent
agreement with XAS in pure Nd, which like NdGaO3 has Nd
31
character and is described well by atomic multiplet calculations
23.
In this case, both EY and FY provide erroneous results and trans-
mission measurements are not possible due to the thickness of the
sample. As such, IPFY provides the only means to measure the
correct XAS spectrum. We anticipate IPFY to be widely applicable
to similar cases.
Discussion
Experimental studies that require accurate knowledge of optical con-
stants or atomic scattering form factors, such as in modelling of
resonant reflectivity or x-ray scattering, stand to benefit substantially
from angle dependent IPFY since it provides a measure of the total
absorptioncoefficient.Insuchstudies,itiscommontoscaleandoffset
XAS spectra above and below an absorption edge to tabulated atomic
calculations or absorption data
24. This procedure requires knowledge
of the composition of a material and requires measurements that
Figure 4 | Normalized IPFY compared to atomic calculations. The
absorption coefficient of NdGaO3 extracted from the O K IPFY and
corrected for the energy dependence of the O K absorption and the
quantum efficiency of the I0 measurement. The incident photon energy
was scanned across the Nd M5 and M4 edges. The data agrees well with
calculated XAS
14 over a wide energy range.
Figure 5 | XAS of NdGaO3. (a) The TEY of NdGaO3 exhibits an
anomalous negative edge-jump across the Nd M5,4 edges (red curve). A
spectrum collected with the incident photon energy scanned in the
negative direction (blue curve) soon after has positive edgejumps. This
difference is attributed to a charge up of the sample surface, affecting the
TEY measurement. Neither spectrum matches well with TEY on pure
metallic Nd from Ref. 23. (b) The partial fluorescence yield from the Nd
emission of NdGaO3 is strongly distorted by saturation effects. (c) The
IPFY extracted from the O K PFY of NdGaO3 agrees remarkably well with
the TEY of pure Nd from Ref. 23 which is scaled and offset to match the
IPFY.
www.nature.com/scientificreports
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nances. It is not always possible to meet these requirements, and in
such cases the determination of optical constants or atomic scattering
form factors will necessarily be subject to systematic errors. In con-
trast, with angle dependent IPFY, m(Ei) and m(Ef) can be determined
with a simple fitting approach that does not depend on prior know-
ledge of material composition. Consequently, scaling the measured
absorption to absolute units using m(Ef) enables the determination
of atomic form factors with the appropriate edge-step even if sample
composition is not previously known or if the XAS spectra do not
extend sufficiently above the EXAFS.
Asanaccuratemeasure ofm(Ei),IPFYspectroscopy couldbecome
a powerful tool in non-destructive quantitative analysis of material
composition, which can be done separately or in conjunction with
XANES or EXAFS measurements of electronic and spatial structure.
Withoutpriorknowledgeofmaterialcomposition,itispossibletofit
m(Ei)/m(Ef) to a sum of the tabulated atomic absorption coefficients
in order to determine the relative weights of each atomic species in a
sample. Furthermore, m(Ef) can be determined by the fitting routine
as it too is the weighted sum of the atomic contributions. Thus, in a
fully self-consistent way, it is possible to utilize IPFY spectra to
estimate the composition of an unknown sample. Even if a quant-
itative estimate is not needed, the magnitude of the pre-edge relative
to the post-edge bears a distinct signature of the quantity of an
element relative to the other elements in the material. A simple
comparison of the magnitude of the edge-step compared to calcula-
tions or to IPFY on similar materials can then be used as a clear
measure of sample composition. We believe this kind of non-
destructive estimate of sample composition will be very useful to
XAS practitioners as a simple means to verify the stoichiometry of
a given sample.
Finally, we would like to comment on the applicability of IPFY to
the hard x-ray regime. Thus far, IPFY has only been demonstrated
using soft x-rays. However, we feel IPFY would likely also be useful
forXASathardx-rayenergies.InordertomeasureIPFYinthiscase,
one would require the appropriate selection of emission lines. While
low energy emission lines would exist, their excitation cross-section
wouldbequitesmallandthepresenceofairand/orwindowsbetween
the sample and the detector may make it impossible to detect these.
However, in compounds with multiple elements, one could in prin-
ciple utilize non-resonant K or L emission lines (at intermediate to
hard x-ray energies) to study the K edge absorption of another ele-
ment. Hence, we believe that IPFY studies at hard x-ray energies are
feasible and could be performed using a similar detection scheme as
we have used at soft x-ray energies.
In conclusion, we have demonstrated a measure of the total x-ray
absorption coefficient using angle dependent IPFY. Unlike in EY or
conventional FY measurements, the offset in IPFY can be subtracted
unambiguously from experiments with varied geometry to provide
data directly proportional to m(Ei) and undistorted by saturation or
self-absorption effects. By scaling to a single value of m(Ef), m(E)i s
obtainedinabsoluteunits.Weanticipatethistechniquetohavewide
applicability in many areas of science and engineering, potentially
openingXASuptonon-destructive, quantitative analysisof material
composition.
Methods
The XAS measurements were performed at the Canadian Light Source’s 11-ID SGM
beamline. All measurements were made at room temperature. The drain current of
the sample provided the electron yield. An energy-dispersive silicon drift detector
(SDD)withanenergyresolution of,120 eVwasusedtocollectthe emissionspectra
as a function of incident photon energy. The SDD was fixed in position (25.8u below
theplaneand42.5ufromthebeamaxis)andthesamplewasrotatedaboutthevertical
axis to vary a and b, the angles of incidence and emission, respectively. Dark counts
on the detector were negligible. However, a small background in the 200–2000 eV
regionoftheNiOemissionspectrawasobserved,likelyduetoaslightmis-calibration
of the detector electronics. This background potentially introduced an error of up to
20% at the Ni L3 peak and 3% in the post-edge.
The single crystal of cubic NiO was polished to a surface roughness less than 0.03
mm.Itsdimensionswere535by0.5 mmthickanditwasorientedsuchthattheÆ100æ
direction was perpendicular to the sample surface. The NdGaO3 single crystal was a
10310 mm by 0.5 mm thick, polished substrate oriented with the Æ100æ direction
perpendicular to the sample surface.
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